Abstract-Wearable sensors give the users convenience in daily health monitoring, though several challenges in such sensor systems should be overcome. This paper discusses the challenges in wearable health monitoring sensors and solutions for multi-modal and multi-functional wrist-worn devices based on novel circuit design techniques to reject DC offset. This paper also presents a novel sophisticated algorithm to reject motion artifacts. The system has the capability to simultaneously acquire several biomedical signals (i.e. electrocardiogram, PPG, and body-electrode impedance). The system can also help patients who want to monitor their psychological signals to mitigate health risks.
I. INTRODUCTION
Wearable health monitoring technology attracts serious attention from both the research community and the industry as it will transform the healthcare system in more effective and convenient ways. Recent technological advances in wearable sensors, low-power integrated circuits, and wireless communications have enabled to monitor significant physiological signals such as heart rate, electrocardiogram (ECG), oxygen saturation, respiration rate, body temperature, blood pressure, Galvanic skin response, electroencephalogram (EEG), and blood glucose [1, 2, 3] . In parallel with these advances, wireless personal area networks (WPANs) have been introduced to integrate seamlessly these sensors into for wireless health monitoring [2] .
Meanwhile, the demand on measuring reliable physiological signals during severe circumstances such as fitness training as well as daily living is increasing. This requires higher front-end dynamic ranges and integration of data processing and artifact removal algorithms in the wearable sensor system. Thus, each sensor produces at least 16 bit digital stream data with up to a sampling rate of 250~1,000; the mobile host should be capable of processing data from multiple sensors.
This approach still requires overcoming several major challenges. For example, it needs breakthrough in sensor hardware such as on-sensor signal processing to reduce data transfer rates and computing burdens in the mobile host. With state-of-the-art technologies, such sensors still remain larger in size and consume higher battery power than ideal. Given situations, one should trade-off between user comfort, long-term wearability and reliable data communications. Yet, most people may not want to wear uncomfortable sensors to monitor their health unless they have serious health problems.
Thus, we believe the best solution for wearable health monitoring system is to integrate as much functions and sensing modalities into one form-factored device to maximize user comfort. One of the best locations for the wearable sensors is the wrist as people have been wearing wrist watches for more than hundred years while we can monitor many significant physiological signals with the wrist. In terms of technical challenges, however, the wrist may be not the best place to locate such sensors because of motion artifacts and size limitation. For instance, one can measure oxygen saturation from ear, forehead, finger, or wrist, but the motion at the ear or forehead is relatively smaller compared to the motion measured at the wrist or finger. Technical solutions to overcome these issues should be properly discussed to develop wrist-worn health monitoring devices.
Thus, this paper addresses the technical challenges to implement multi-functionality and multi-modality into a wrist-worn health monitoring system in Section II. Next, possible solutions associated with the challenges are discussed in Section III and IV. Section V presents the conclusion and future direction.
II. CHALLENGES IN BIO-SENSING FROM WRIST
A. Multi-Modality / Multi-functionality Due to power consumption and size limitation, most wrist-worn devices support either photoplethysmography (PPG) or ECG sensor with an accelerometer [3, 4] . People can monitor their sleep states and/or calorie burning by measuring heart rate and activities [3] . Adding potentiostat into the system, however, one can actually do much more; it will enable to estimate user's glucose and/or stress levels by measuring signals from glucose sensors, body impedance and Galvanic skin response.
Integration of multi-modal sensing is not trivial since the challenges encompass the limitations of power consumption, the electronics size, and data transfer bandwidth. By even simple integration of several analog front-ends, one can expect significant reduction of power consumption and area of the system. However, to further improve these, it is required that novel system architecture and circuit design to make the circuit multi-functional and to share many circuit components (such as analog-to-digital converter) with other sensing modalities.
Simultaneous Electrochemical Sensing: Electrochemical measures on their own include interesting challenges. First, the typical currents measured are quite small, requiring careful
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Insoo Kim-EMBS Member, Po-Hsiang Lai, Ryan Lobo-IEEE Member, and Bruce J. Gluckman, EMBS Member Figure 1 . Simplfied schematic diagram of the potentiostat instrumentation design. But, also they are dependent on carefully controlling the potential drop at the electrode surface. This is then typically done by measuring the electrode potential with respect to a reference electrode -which will have its own interface potential. Measurement errors occur then when this reference potential varies, for example because current is driven through it, or if the potential within the skin between electrodes varies. To make multiple parallel electrochemical measurements along with both bio-potential recording requires circuit and system designs that minimize current through the reference electrodes, suitably amplifies the small currents and removes additional artifacts from the reference potential variations.
B. Electrode DC Offset
Unlike electrochemical sensing, which is fundamentally current sensing, bio-potential sensing system should consider the DC potential in the measurement electrodes. A voltage known as the half-cell potential develops across the skin and electrode interface appears as DC offset in bio-potential sensing system. This offset voltage can be up to ±300 mV and may saturate the preamplifier [5, 6] ; thus limit the maximum gain of the amplifier unless DC offset rejection circuitry is implemented in the analog front-end of the system.
The typical front-end gain of commercially available ICs (for example, ADS129x from Texas Instruments, Inc. and ADAS1000 from Analog Devices, Inc.), which do not have DC offset rejection circuitry, is only 24V/V although the amplitude of bio-signals of interests ranges 1 µV to 5 mV. Instead, they have a large dynamic range so as to digitally remove DC offset after digitization. Therefore, the system, consists of those commercial IC chipsets, should have passive high pass filters using discrete resistors and capacitors between electrodes and the analog front-end to reject the DC offset if further digital signal processing is not available. This circuitry, however, has quite high input-referred noise and degrades the common mode rejection ratio (CMRR) characteristics of the system. Alternatively, active AC-coupling approaches have been introduced [5, 6] , which use AC-coupled capacitive feedback with fast-recovery circuits to reset the proper DC levels after input overload. However, these designs typically use referential-mode amplifier which measures signals with respect to common reference. As a result, the CMRR of the system becomes limited and often cannot meet the CMRR requirement as it must use single-ended input analog-digital converter as well, while differential analog signal processing is preferred to achieve high CMRR characteristics.
C. Motion Artifact
Every bio-signal monitoring sensor suffers from motion artifacts because the system shares the ground with the human body of which the ground is floating and sensitive to motion. Since the artifacts from the floating ground are common mode inputs to the front-end amplifier, the artifacts can be easily rejected at the output of the amplifier. However, the weak contact between the electrodes and skin can also induce motion artifacts because the electrode-skin impedance is subject to change by motion. Wrist-worn devices should be taken more special attention in terms of motion artifacts because the wrist is one of the most frequent-moving organs in the human body.
In practical systems, motion artifacts in PPG devices are more severe than those in ECG devices. ECG requires strong electrode-skin contacts and the recording systems are equipped with electrodes that maintain strong electrode-skin contacts. Whereas, wrist-worn PPG sensors rely on the optical reflection signals and the reflected signals are inevitably recorded with motion artifacts. Thus, one has to extract heart rate or oxygen concentration from a weaker signal that is corrupted by larger motion artifacts.
Over the years, there are a number of methods proposed for PPG heart rate monitoring under different types and magnitudes of motion, from involuntary finger motion, to walking or jogging, and further to intense exercise such as running at maxima speed of the subject [8, 9] . Accelerometer signal is often used to provide additional information for separating motion and heart rate signals. A large amount of existing algorithms belong to the category of noise filtering or cancellation. One of commonly accepted methods is the adaptive noise cancellation (ANG) [9] , especially when the motion is strong and persistent such as during exercise. The main idea of ANG is to use a noise reference, e.g. the accelerometer signal in the context, to estimate the linear additive noise by enforcing the assumption that the resulting output signal should not be correlated with the estimated noise signal. Notably, the motion related signals are time varying; hence the frequency components are constantly changing that noise cannot be cancelled using a single non-adaptive filter. ANG has been used on PPG heart rate monitoring during motion, yielding decent accuracies. Others have proposed methods based on the assumption that, motion and heart rate have distinct properties in frequency domain, and large frequency components of the PPG signal can then be classified as motion or heart rates [7, 10] .
III. PROPOSED SOLUTIONS

A. Multi-Modal Circuit Development
As described in the previous section, one of key challenges in bio-instrumentation is to implement the ability to do multi-modal sensing -especially, simultaneous skin-electrode impedance measurement and electrochemical sensing. We can do this by placing a potentiostat integrated with analog front-end circuitry as shown in Figure 1 Figure 1 .
The WE was manually dipped in the lactate solution with different concentrations.
through the resistor and working electrode (WE) in order to maintain the WE potential at the sum of the bias plus reference potentials, and the ADC effectively measures the voltage across (and the current through) the resistor. To measure impedance, the bias potential V REF will be driven at various frequencies. Then, the WE will be virtually driven to the same potential as the V REF potentials. The impedance of WE can be calculated by straightforward signal processing. Figure 2 shows a schematic diagram of the proposed DC offset cancellation circuit. The circuit consists of an instrumentation amplifier with a gain of 100V/V, connected to a SAR (successive approximation register) ADC that outputs 16 digital bits. The MSB (Most Significant Bit) of an offset binary ADC is used as a sign bit and a counter is used to count the number of times the signal crosses zero.
B. Electrode DC Offset Rejection
If there is DC offset in the system, the signal to the ADC spends more time above zero (in the case of a positive offset) than it does below zero. This is used to advance the counter connected to a digital-to-analog converter (DAC) in such a way so as to cancel the DC offset. The output of the amplifier will come out of saturation as the offset cancellation loop nears the final electrode offset. When a predetermined time passes, the counter output is frozen, at this time; the output of the counter has the correct amount of bits so as to cancel the offset at the input. The loop has reached its desired value and can be turned off or its update rate reduced so as to track a very slow frequency fluctuation. In this loop the counter acts as an Integrator with a time-constant of the update rate.
The loop bandwidth is dependent on the bandwidth of the instrumentation amplifier and the update rate of the counter. When the system is attempting to first acquire the offset, it is run at a much faster rate, after a predetermined time, the update rate is slowed down so that it is much slower than the lowest frequency signal of interest. In the case of ECG, that would be in the sub-zero hertz.
C. Motion Artifact Removal Algorithm
To improve the accuracy of the heart rate estimation based on wrist PPG, it should be taken into account the fact that motion signal is highly correlated with heart rate during exercises, such as running. The motion artifact of wrist PPG during running comes mainly from swinging arms, causing the wrist device to have different contact pressure against the skin, and causing the PPG signal to vary. The displacement also caused by motion may also lead to ambient light being captured by the sensors. As the running speed varies, the speed of arm swinging also varies accordingly, as well as the heart rate. Due to the correlation, if one eliminates the motion signal, inevitably the resulting heart rate signal will also be partially eliminated. Instead of cancelling or removing the motion signal, and then estimate the heart rate, we propose to treat the problem as a joint estimation problem or a signal separation problem, and then classify the resulting signals as motion or heart rate, such that correlations between signal sources are considered in the framework.
Also, we focus on developing representations in which inferences such as estimation, separation, and classification are easy. Such representations allow the use of inference methods with fewer free parameters such that have better generalizability. Also lower computational complexity inference methods can be used, which is particularly important in the context of mobile wrist devices with limited computing resources. Notably, the representation itself should also be low complexity for the same reason.
IV. RESULTS
A. Simultaneous Electro-Chemical Sensing
The potentiostat depicted in Figure 1 has been realized to demonstrate the concept in Gluckman's Lab. The WE is connected to Enzyme-based lactate sensor (Pinnacle Technology, Laurence, KS) and V REF is applied with redox potential of 0.6V. The WE successfully measures the different concentration of lactate solution as shown in Figure 3 .
B. DC Offset Rejection Simulation Results
The DC offset rejection circuit has been designed with Global Foundries' 65nm CMOS fabrication technology. The proposed circuit shows rail-to-rail input with low input referred noise characteristics (1.65 µV RMS at 40Hz), whereas the CMRR is only dependent on the internal resistor mismatches. The differential ADC has been also designed to have large CMRR and low-power consumption of 50 µW. Figure 4 shows the simulation results of the DC offset rejection circuit. The upper figure shows the desired input signal (red) that is 10 mV in amplitude, 100 KHz in frequency and with undesired 300 mV DC offset. The blue trace presents the output of the offset DAC, shown in Figure 2 . The green trace (bottom figure) shows the output of the instrumentation amplifier (gain: 100V/V), saturated till the offset DAC catches up with the electrode offset (around 40 µsec). After the amplifier comes out of saturation, the offset DAC starts tracking (attenuating) the desired signal. At 60 µsec the loop is turned off and the desired signal emerges at the output of the amplifier, unaffected by the mostly cancelled electrode offset. Alternatively, the update rate of the loop can be drastically reduced (by changing the clocking rate of the loop) to track a lower frequency offset that is usually created by motion artifacts. There is also the option of periodically turning on the offset cancellation loop when clipping is detected in the ADC. Figure 5 shows the estimated heart rate using a green LED-based (wavelength: 525 nm) PPG sensor sampled at 100Hz. In the experiment protocol, the subject was asked to follow steps: First, the subject speeded up from standing to 15 km/hr; then, maintained such speed for 30 seconds. Next, the subject was asked to reduce the speed to 6 km/hr during 30 seconds; then keep the speed for 20 seconds. Lastly, the subject increased the speed to 15 km/hr; then kept the speed for 30 seconds. This protocol is illustrated with the blue line in the Figure 5 .
C. PPG Heart Rate
The result compared to ECG is shown in Figure 5 . The plot in red is the estimated heart rate from PPG signals using the proposed algorithm and the plot in black is that from ECG signals as a comparison reference. The average difference between PPG and ECG results is around 2.5%, defined as the average percentage over time:
mean (|PPG_HR(t)-ECG_HR(t)|/ ECG_HR(t)). Note that there is a maximum difference of 12 beat/min from 250 to 260 seconds, which is due to large irregular motion artifacts created while the subject is holding on and off the trade mail temporarily for better balance.
V. CONCLUSION
This paper presents the challenges and solutions in wearable bio-signal sensing systems. The multi-modal sensing from wrist will enables to monitor many interesting physiological signals while to maintain users' comfort. Further development efforts are being currently undertaken to implement the solutions in the single IC chip with low power low complexity microcontroller for controls and signal processing including motion artifact removal.
